
Package Insert for A1cEZ 2.0 Quality Control Strips 

 

Quality control strips test process: 

Insert the special code (not the code in the test kit), long press “  ”Key, FOPL 

appears on the screen (if ROPL is displayed, press the”  “key to switch).  

Insert the white control strip, the number should be 1000 ± 40.  

Remove the white control strip, and insert the black control strip, the number 

should be 50±8. 

 

Light calibration process: 

Insert the special code (not the code in the test kit), long press ” ”Key, the 

screen appears FOPL, then press again “ ”key, ROPL appears on the screen.  

 

Insert the white control strip, press the “ ” key, the number is beating, then 

heard <Ding> after 10 seconds countdown on screen. 

 

Insert the blue control strip, press “ ” key, then heard <Ding> after 10 seconds 

countdown on screen.  

 

Insert the black control strip, press “ ”key, then heard <Ding> after 10 seconds 

countdown on screen, remove the black control strip. 
 


